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Inside parts 

External connections 

 

 

 

 

 

*T-fitting 

Suction cell 

DeWALT batteries 

up to 3 pieces 

Water block filter 

Operation 

Sample bottle 

max 5 L. 

Analog sensor 

Digital sensor 

No connection 

*Tube 

*Dualtube only 



Operation 

Always run manual mode steps before new sampling. 

 

Manual mode 

o Vacuum test 

• Power (Off) 

• Manual (On) + Vacuum (On) 

• Power (On) 

o Weight tare 

• Power (Off) 

• Manual (On) + Tare (Press until 

display confirmation) 

• Power (On) 

o *Pressure test 

• Power (Off) 

• Manual (On) + Pressure (On) 

• Power (On) 

Normal sampling 

• Power (Off) 

• Power (On) 

*Dualtube only 



Bottle connection 

Connect tubes as illustrated when bottle is replaced. 

 

 

 

 

Cloud data 

 

 

 

Additional information 

 

  

Vacuum tube 

Water sample in 


